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SPECIFICATIONS 

 

ACCESSORY KIT PARTS LIST 
 

5 4 
6 

3 2 
1 

*If items are missing from your accessory kit, please contact CFS Technologies / Knight Technical Support by phone at 501-895-2820 
| 800-999-2820 or by email: techsupport@cfstech.com. Please have the serial number of your Scope Tech DF available when you call 
or include it with your email. 
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INFLATION KITS 

FLUSHING TUBE KIT PARTS LIST 

1 2 3 4 
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INSTALLATION PROCEDURES  

Fig.1 

Fig.2 

Fig.3 

Fig.4 

Fig.5 
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INSTALLATION PROCEDURES (continued)  

Fig.6 

Fig.7 

Fig.8 

Fig.9 

Fig.10 

Fig.11 

Fig.12 
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IRRIGATION FLUSHING TUBE ASSEMBLIES  

Fig.1 Fig.2 

Fig.3 Fig.4 

Fig.5 Fig.6 

Fig.7 Fig.8 
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IRRIGATION FLUSHING TUBE ASSEMBLIES  

Fig. 9 

Fig. 11 

Fig. 10 

Fig. 12 

Fig. 13 

Fig. 15 

Fig. 14 

Fig. 16 
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ELEVATOR WIRE AND AUXILIARY FLUSHING TUBE ASSEMBLIES  

CONNECTING THE ENDOSCOPE ADAPTERS  
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CONNECTING THE ENDOSCOPE ADAPTERS (CONT.)  
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Fig. 1 

Fig. 2 
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SCOPETECH DF SET-UP FILE PROGRAMMING (CONT.) 
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SCOPETECH DF SET-UP FILE PROGRAMMING (CONT.) 

Fig. 3 

Fig. 5 
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SCOPETECH DF SET-UP FILE PROGRAMMING (CONT.) 

Fig. 6 Fig. 7 
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PROGRAMMING SCOPETECH DF 

PRESS START FOR 
DECONTAMINATION 
CYCLE 

PRESS UP TO START 
OR STOP DETERGENT 
PRIMING  
FLOWMETER 005 

PRESS UP TO START 
OR STOP FLUSH 
PRIMING 
FLOWMETER 005 

PRESS SCROLL TO 
ENTER PASS CODE 
 0000 

PRESS SCROLL TO 
CHANGE PASS CODE 
 0000 

PRESS SCROLL TO 
ENTER UNIT S/N: 
 0000 
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PROGRAMMING SCOPETECH DF (CONT.) 

 

 

 

 

 

 

 

 

ENTER DATE RANGE 
TO VIEW REPORTS 
FROM 08-22-13 
TO 08-30-13 

SUMMARY REPORT 
COLONOSCOPE 002 
INCOMPLETE CY 002 
TEMP. ERROR 002 
OUT OF CHEM  002 

PRESS UP TO START 
REPORT DOWNLOAD 
TO USB MEMORY 

COPYING DATA...  

PRESS UP TO START 
LOADING NEW  
SETUP INTO  
DISPENSER 

PRESS SCROLL TO 
SELECT MODE OF 
OPRERATION  
SEQUENCE WITH ID 

PRESS SCROLL TO 
SELECT MODE OF 
OPRERATION  
EXPRESS MODE 

PRESS SCROLL TO 
ENTER FACILITY 
SC HOSPITAL 

PRESS SCROLL TO 
CHANGE DATE/TIME 
TIME 02:31:56 PM 
DATE 08-20-13 

PRESS SCROLL TO 
SELECT WHICH  
LANGUAGE TO USE 
ENGLISH 
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SCROLL TO SELECT 
TEMPERATURE 
UNITS 
FAHRENHEIT 

PRESS SCROLL TO 
SELECT WHICH 
UNITS TO USE 
mmHg 

PRESS SCROLL TO 
TURN ALARM SOUND 
ON OR OFF 
ALARM SOUND OFF 

PRESS SCROLL TO 
TURN ALARM SOUND 
ON OR OFF 
ALARM SOUND ON 

PRESS SCROLL TO 
TURN ALARM SOUND 
ON OR OFF 
ALARM SOUND OFF 

PRESS UP TO START 
DETERGENT PUMP 
CALIBRATION 
VOLUME = 100 ml 

ENTER CAPTURE 
VOLUME IN ML 
VOLUME = 98 ml 

FLOWRATE FOR THE 
DETERGENT PUMP 
IN ML/MIN IS: 
FLOWRATE=220 

PRESS UP TO START 
FLUSH PUMP 
CALIBRATION 
VOLUME = 100 ml 

ENTER CAPTURED 
VOLUME IN ML 
VOLUME = 094 ml 

FLOWRATE FOR THE 
FLUSH PUMP 
IN ML/MIN IS: 
FLOWRATE = 857 

PROGRAMMING SCOPETECH DF (CONT.) 
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PROGRAMMING SCOPETECH DF (CONT.) 

PRESS SCROLL TO 
ENTER INFLATION 
PRESSURE: 
Press: 200mmHg 

PRESS START TO TURN 
AIR PUMP ON. PRESS 
UP/DOWN TO ENTER 
VALUE DISPLAYED ON 
GAUGE 
PRESSURE:   200mmHg 

PRESS UP/DOWN TO 
ENTER CALIBRATION 
TEMPERATURE 
Temperature 073 F 

PRESS SCROLL TO 
SELECT OPTION: 
TEMP. ALERT IS: 
ON 

PRESS SCROLL TO 
ENTER TEMP. RANGE 
MIN TEMP. 000 
MAX TEMP. 000 

PRESS SCROLL TO 
SELECT OPTION: 
TEMP. ALERT IS: 
OFF 
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PROGRAMMING SCOPETECH DF (CONT.) 

Decontam Settings 
Flush Time 020s 
Soak Time 480s 
Rinse Time 030s 
Purge Time 020s 

Cleaning Sequence 
1-Flush  2-Rinse 
3-Purge  4-ScopeInflation 
5-Dose  6-Manual 
7-Detergent Purge 
4-5-6-1-7-2-3 

Default Settings 
Det. Volume 275ml 
Flush Time 030s 
Rinse Time 030s 
Purge Time 030s 

SAVING SCOPE DATA 
This may take some time 

PRESS SCROLL TO 
ENTER USER NAMES 

Scope #: 001 
Bronchoscope 
Model#: CFQ160L 
 
S/N: 203480 

TECH ID#: 01 
JIM PARKER 

ENTER ENDOSCOPE 
DATABASE? NO 

ENTER ENDOSCOPE 
DATABASE? YES 
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PROGRAMMING SCOPETECH DF (CONT.) 

BACK TO SCOPE 
DATABASE? YES 

BACK TO SCOPE 
DATABASE? NO 

PRESS SCROLL AND 
DOWN TO CLEAR  
USAGE DATA MEMORY 

ARE YOU SURE? 

PRESS SCROLL AND 
DOWN TO CLEAR 
SCOPE DATA MEMORY 

ARE YOU SURE? 

TIME 11:38:23 AM 
DATE 06-08-13 
PRESS UP TO ENTER 
TECH ID#: 

VIEWING SUMMARY REPORT 

SUMMARY REPORT 
Colonoscope 002 
Incomplete CY 002 
Temp Error 002 
Out of Chem. 002 
Insuff. Flow 000 

SUMMARY REPORT 
Syst. Decontam 002 
Incomplete CY 000 

SUMMARY REPORT 
Colonoscope 001 
Incomplete CY 001 
Temp Error 000 
Out of Chem. 001 
Insuff. Flow 002 
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VIEWING SUMMARY REPORT 

ENTER DATE RANGE 
TO VIEW REPORTS 
FROM 08-22-13 
TO 08-30-13 

SUMMARY REPORT 
Colonoscope 001 
Incomplete CY 001 
Temp Error 000 
Out of Chem. 001 
Insuff. Flow 002 

SUMMARY REPORT 
Total Cycle Count 002 
Total Error Count 001 
Total Chem. Usage 100 

VIEW ERROR REPORT 
DETAIL? NO 

VIEW ERROR REPORT 
DETAIL? YES 

ERROR#  001 
DATE: 08-22-13 
TECH ID #: 001 
SCOPE #:  001 
Incomplete Cycle 

Scope#  001 
Bronchoscope 
Model #: CFQ160L 
S/N: 203480 
Cycle Cnt:  002 
Error Cnt:  001 
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DOWNLOADING AND VIEWING REPORTS ON PC 

Fig. 1 Fig. 2 

Fig. 3 

Fig. 4 
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DOWNLOADING AND VIEWING REPORTS ON PC 

PC SUMMARY REPORT 

Fig. 6 

Fig. 5 



Scope Tech DF Instruction Manual

Version: D (Manual 0901136) 26 2024-1202
Page 26 0901136 Rev.C

 

DOWNLOADING AND VIEWING REPORTS ON PC 

PC SETUP REPORT 
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DOWNLOADING AND VIEWING REPORTS ON PC 

Fig. 7 

Fig. 8 
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OPERATING SCOPETECH DF - SEQUENCE MODE 

 

TIME 11:38:23 AM 
DATE 06-08-13 
PRESS UP TO ENTER 
TECH ID #: 

PRESS UP/DOWN TO 
SELECT SCOPE 01 
GASTROSCOPE 
2801884 

>SCOPE INFLATION 
 DETERGENT 055ml 
 MANUAL CLEAN NO 
 SINGLE FLUSH 60 

CANNOT INFLATE! 
TRY AGAIN OR CONTINUE 
CLEANING 
 
PRESS ENTER TO 
DEFLATE OR SCROLL TO 
KEEP INFLATED 
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OPERATING SCOPETECH DF - SEQUENCE MODE (CONT.) 

SCOPE INFLATION 
>DETERGENT 055ml 
MANUAL CLEAN NO 
SINGLE FLUSH 60 

SCOPE INFLATION 
DETERGENT 055ml 
>MANUAL CLEAN NO 
SINGLE FLUSH 

SCOPE INFLATION 
DETERGENT 055ml 
>MANUAL CLEAN YES 
SINGLE FLUSH 60 

SCOPE INFLATION 
DETERGENT 055ml 
MANUAL CLEAN YES 
SINGLE FLUSH 60 

SCOPE INFLATION 
DETERGENT 055ML 
MANUAL CLEAN YES 
>DUAL FLUSH 60 

DETER PURGE 30 
>SCOPE RINSE 60 
RINSE PURGE 30 
SAVE/EXIT YES 

DETER. PURGE 30 
SCOPE RINSE 60 
>RINSE PURGE 30 
SAVE/EXIT YES 

DETER. PURGE 30 
SCOPE RINSE 60 
RINSE PURGE 30 
>SAVE/EXIT YES 

>DETER PURGE 30 
SCOPE RINSE 60 
RINSE PURGE 30 
SAVE/EXIT YES 
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OPERATING SCOPETECH DF - EXPRESS MODE 

 

AIR DOSE SINGLE 
 
 
OFF 055ml 015s 
Temperature: 100°F 

AIR DOSE SINGLE 
 
 
ON 055ml 015s 
Temperature: 100°F 

AIR DOSE SINGLE 
 
 
ON 055ml 015s 
Temperature: 100°F 

AIR DOSE SINGLE 
 
 
OFF 055ml 015s 
Temperature: 100°F 
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OPERATING SCOPETECH DF - EXPRESS MODE 

 

 

AIR DOSE SINGLE 
 
 
OFF 055ml 060s 
Temperature: 100°F 

AIR DOSE SINGLE 
 
 
ON 055ml 060s 
Temperature: 100°F 

AIR DOSE SINGLE 
 
 
ON 055ml 060s 
Temperature: 100°F 

AIR DOSE SINGLE 
 
 
ON 055ml 060s 
Temperature: 100°F 
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DAILY CLEANING AND DISINFECTION OF THE SCOPETECH DF FLUSH PUMP AND TUBES 

 

 

DAILY CLEANING AND DISINFECTION OF THE SCOPETECH DF FLUSH PUMP AND TUBES 

>FLUSH CYCLE 20 
SOAK CYCLE 480 
HLD PURGE 15 
RINSE CYCLE 30 
RINSE PURGE 15 

FLUSH CYCLE 20 
>SOAK CYCLE 480 
HLD PURGE 15 
RINSE CYCLE 30 
RINSE PURGE 15 

FLUSH CYCLE 20 
SOAK CYCLE 480 
>HLD PURGE 15 
RINSE CYCLE 30 
RINSE PURGE 15 

FLUSH CYCLE 20 
SOAK CYCLE 480 
HLD PURGE 15 
>RINSE CYCLE 30 
RINSE PURGE 15 

FLUSH CYCLE 20 
SOAK CYCLE 480 
HLD PURGE 15 
RINSE CYCLE 30 
>RINSE PURGE 15 
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OPERATING SCOPETECH DF - EXPRESS MODE 

 

AIR DOSE SINGLE 
 
 
OFF 055ml 020s 
Temperature: 100°F 

AIR DOSE SINGLE 
 
 
ON 055ml 020s 
Temperature: 100°F 

AIR DOSE SINGLE 
 
 
ON 055ml 020s 
Temperature: 100°F 

CYCLE ERRORS 
 

 CYCLE INCOMPLETE! 
PURGE TIME WAS 0s 

CYCLE INCOMPLETE! 
FLUSH TIME WAS 0s 

SCOPEFLUSH 
 

51s 
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CYCLE ERRORS 

TROUBLESHOOTING 
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TROUBLESHOOTING (CONT.) 

SCOPETECH DF MAINTENANCE 
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ENDOSCOPE FLUSHING GUIDES 
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REPLACEMENT PARTS 
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REPLACEMENT PARTS 

PRESSURE REGULATOR 
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SCOPETECH DF PARTS DIAGRAM 
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SCOPETECH DF PARTS DIAGRAM (CONT.) 
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SCOPETECH DF PARTS DIAGRAM (CONT.) 
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REPLACEMENT PARTS 
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WARRANTY
For complete product terms and conditions scan the QR code below or enter the following URL into your browser:
http://cfstech.info/t-and-c

SCAN

DISCLAIMER
Knight LLC does not accept responsibility for the mishandling, misuse, or non-performance of the described items 
when used for purposes other than those specified in the instructions. For hazardous materials information consult 
the label, MSDS, or Knight LLC. Knigh products are not for use in potentially explosive environments. Any use of 
of our equipment in such an environment is at the risk of the user. Knight does not accept any liability in such 
circumstances.

FOOTNOTE
The information and specifications included in this publication were in effect at the time of approval for publishing. 
Knight LLC reserves the right to discontinue or change specifications or design at any time without notice and without 
incurring any obligation whatsoever.

http://cfstech.info/t-and-c


KNIGHT LLC is part of the CFS Technologies family of brands. 
www.knightequip.com | cfstech.com

8504 MacArthur Dr., North Little Rock, AR 72118 USA • 501-895-2820 | 800-999-2820
General: sales@cfstech.com | Tech. Assist.: techsupport@cfstech.com
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